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This paper describes simple modifications to thermally diffu-
sive laminar flow ultrafine condensation particle counters (UCPCs)
that allow detection of ~1 nm condensation nuclei with much
higher efficiencies than have been previously reported. These non-
destructive modifications were applied to a commercial butanol-
based UCPC (TSI 3025A) and to a diethylene glycol-based UCPC
(UMN DEG-UCPC). Size and charge dependent detection effi-
ciencies using the modified UCPCs (BNL 3025A and BNL DEG-
UCPC) were measured with high resolution mobility classified
aerosols composed of NaCl, W, molecular ion standards of tetra-
alkyl ammonium bromide, and neutralizer-generated ions. With
negatively charged NaCl aerosol, the BNL 3025A and BNL DEG-
UCPC achieved detection efficiencies of 37% (90x increase over
TSI 3025A) at 1.68 nm mobility diameter (1.39 nm geometric di-
ameter) and 23% (8x increase over UMN DEG-UCPC) at 1.19
nm mobility diameter (0.89 nm geometric diameter), respectively.
Operating conditions for both UCPCs were identified that allowed
negatively charged NaCl and W particles, but not negative ions
of exactly the same mobility size, to be efficiently detected. This
serendipitous material dependence, which is not fundamentally
understood, suggests that vapor condensation might sometimes
allow for the discrimination between air “ions” and charged “par-
ticles.” As a detector in a scanning mobility particle spectrometer
(SMPS), a UCPC with this strong material dependence would allow
for more accurate measurements of sub-2 nm aerosol size distribu-
tions due to the reduced interference from neutralizer-generated
ions and atmospheric ions, and provide increased sensitivity for the
determination of nucleation rates and initial particle growth rates.
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INTRODUCTION

Direct measurements of aerosol nucleation from gaseous pre-
cursors are of fundamental and practical interest in the study
of gas-to-particle conversion, and play an important role in
diverse fields including nanomaterials synthesis, nanoparticle
health effects, and atmospheric new particle formation. Butanol-
based ultrafine condensation particle counters (UCPCs) have
traditionally been used to detect nanoparticles with diameters
down to 3 nm (Stolzenburg and McMurry 1991). However,
measurements of nanoparticles smaller than this are needed to
directly obtain nucleation rates and to better understand nu-
cleation mechanisms. Recent advances in UCPC development
have enabled mobility-classified aerosol detection in the sub-2
nm mobility diameter range in the laboratory (Ilida et al. 2009;
Sipild et al. 2009) and in the atmosphere (Jiang et al. 2011a),
typically through the use of a low vapor pressure, high surface
tension working fluid such as diethylene glycol (Iida et al. 2009)
or by operating the UCPC with homogeneous nucleation of
the working fluid (Mordas et al. 2008; Sipild et al. 2009). In this
study, a commercial butanol-based UCPC (TSI 3025A [Stolzen-
burg and McMurry 1991]) and a diethylene glycol-based UCPC
developed at the University of Minnesota (UMN DEG-UCPC
[lida et al. 2009]) were modified non-destructively to increase
particle detection efficiency down to 1 nm mobility diameter
while eliminating interference from homogeneous nucleation
of the working fluid. The size-dependent detection efficiencies
of the modified UCPCs, hereafter referred to as the BNL 3025A
and the BNL DEG-UCPC, were then characterized with chal-
lenge aerosols of different composition and polarity.

EXPERIMENT

Instrument Description

The BNL 3025A and BNL DEG-UCPC are laminar flow,
thermally diffusive ultrafine CPCs based on the designs of the
TSI 3025A UCPC (Stolzenburg and McMurry 1991) and of
the UMN DEG-UCPC (Iida et al. 2009; Jiang et al. 2011a),
respectively. The BNL 3025A was reversibly modified from a

309


judywms
Text Box
BNL-95331-2011-JA


Downloaded by [Brookhaven National Lab] at 12:01 24 October 2011

310 C. KUANG ET AL.

m 251X
E A

Cooling unit

<

L=+ 1. 1.} —_

Electrospray

_______________)V(_________________

Wire Generator

N.

aelectrometer

Lo |

Condenser
0.471pm
I
To
0.431pm
==

I
2 lpl‘l"l by Bypass flow
—— L= "0.531pm
BNL 3025A

FIG. 1. Experimental setup for UCPC characterization, adapted from Jiang et al. (2011a).

commercial TSI 3025A by: (1) increasing the saturator (7’)
and optics (T,) temperatures, from the standard operating set-
points of 37 and 39°C, to 44 and 46°C, respectively, and by
(2) increasing the condenser flow-rate (Q.) from the standard
operating set-point of 0.30 to 0.47 Ipm. The BNL DEG-UCPC
consists of a TSI 3025A with the laser detection unit removed
(an “activation” unit), followed by a butanol-based TSI 3760
CPC (Wiedensohler et al. 1997) as the downstream “booster”
to continue growth of DEG droplets to an optically detectable
size, since the size of DEG droplets exiting the “activation” unit
are smaller than 1 um (Iida et al. 2009). The “activation” unit
is connected to the “booster” with a length of 25 cm tubing at
room temperature (25°C). The BNL DEG-UCPC was reversibly
modified relative to the UMN DEG-UCPC by: (1) increasing
T, from 59 to 70°C, and (2) increasing Q. from 0.30 to 0.93
Ipm. Aerosol flow-rates through the sample capillary (Q,) for
both instruments were maintained at approximately 9% of their
respective condenser flow-rates. Temperature modifications for
both UCPCs were accomplished through the instrument serial
command interface.

Instrument Modification

For each UCPC, T and Q. were increased from their nom-
inal operating set-points so as to increase the instrument satu-
ration ratio while minimizing the detection of droplets formed
through homogeneous nucleation of the working fluid, respec-

tively. In these experiments, each UCPC was sampling room
air through an absolute HEPA filter so as to measure the rate
of working fluid droplet detection. For the BNL 3025A, T
was first increased to 44°C while T and Q. were held fixed at
10°C and 0.30 Ipm, respectively, so as to match the instrument
operating conditions of the butanol-based pulse height analy-
sis (PHA) UCPC (Sipilé et al. 2009). T, was set to 46°C to
prevent butanol condensation in the optics block. Q. was then
varied by adjusting the operating set-point of the internal pump
through the instrument onboard calibration protocol (TSI 2002).
The stable operating condition was then found by adjusting Q.
until the detection rate of droplets, formed from the homoge-
neous nucleation of the working fluid within the condenser, was
less than 1 particle count over a sampling interval of 5 min, a
maximum noise criterion based on a typical measurement time
interval for a scanning mobility particle spectrometer (SMPS)
(Iida et al. 2009). For the BNL DEG-UCPC, the stable operat-
ing condition was found using a similar method. The modified
UCPCs were then characterized using these modified operating
parameters.

Instrument Characterization

The experimental schematic for determining the size, charge,
and composition dependent particle detection efficiencies of the
two UCPCs is based on that of Jiang et al. (201 1a) and illustrated
in Figure 1. Four different methods for producing challenge
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aerosols were used in this study: (1) electrospray generation of
molecular ion mobility standards (tetra-heptyl and tetra-dodecyl
ammonium bromide ions) (Ude and De 1la Mora 2005), (2) evap-
oration of solid sodium chloride (NaCl) in a tube furnace fol-
lowed by rapid vapor condensation (Scheibel 1983), (3) tung-
sten (W) aerosol formation using a wire generator (Peineke
et al. 2006), and (4) neutralizer ion generation through radioac-
tive decay. N, was used as a carrier gas in each aerosol genera-
tion method. All challenge aerosols were then mobility classified
with a high resolution differential mobility analyzer (HRDMA)
(Herrmann et al. 2000), producing monodisperse molecular ion
mobility standards, pseudo-monodisperse NaCl and W aerosols,
and pseudo-monodisperse neutralizer ion aerosols according
to the HRDMA operating conditions of Jiang et al. (2011a).
The HRDMA sheath inlet flow was filtered with two absolute
HEPA filters, resulting in sheath particle concentrations that
were smaller than 0.1 cm™3 for the majority of measurements.
The tetra-heptyl ammonium bromide (THABT) ions have a mo-
bility equivalent diameter of 1.47 and 1.78 nm for the monomer
and the dimer, respectively, while the tetra-dodecyl ammonium
bromide (TDDABr) ions have a mobility equivalent diameter
of 1.70 nm for the monomer (Ude and De la Mora 2005).
Corresponding geometric diameters for these 3 molecular ion
species are estimated to be 1.17 nm (THABr monomer), 1.48
nm (THABr dimer), and 1.40 nm (TDDABr monomer) accord-
ing to the methods of Ku and de la Mora (2009) and Larriba
et al. (2011). Detection efficiencies for positive and negative
ions generated inside the Po-210 neutralizer were measured by
placing an absolute filter upstream of the neutralizer. Tubing
lengths and sample flow-rates between the exit of the HRDMA
and the inlet of each UCPC and the aerosol electrometer were
identical so as to maintain the same particle diffusion losses
along those tubing lengths. The UCPC detection efficiency at a
given particle size was determined from the ratio of the particle
concentration measured by the UCPC (or the TSI 3760 in the
case of the BNL DEG-UCPC) to that measured by an aerosol
electrometer (Liu and Pui 1974). Detection efficiency results
will be subsequently presented as percent detection efficiencies.

RESULTS AND DISCUSSION

Modification of Instrument Operating Conditions

The results of the UCPC operating condition modification
experiments are shown in Figure 2, where the detection rate
of droplets formed by homogeneous nucleation of the working
fluid was found to decrease sharply with increasing Q. for both
instruments. For the BNL 3025A and the BNL DEG-UCPC, the
maximum noise criterion for stable operation (1 particle count
or less over 5 min when sampling filtered air) was achieved at
condenser flow-rates of 0.47 and 0.80 lpm, respectively. For the
subsequent UCPC characterization experiments, the following
operating parameters were chosen to both enhance the detec-
tion efficiency and meet the noise criterion: (1) T./TJ/T, =
10°C/44°C/46°C and Q,/Q. = 0.043 1pm/0.47 Ipm for the BNL
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FIG. 2. Detection rate of particles formed by homogeneous nucleation of the
working fluid as a function of condenser flow-rate (Q.) for the BNL DEG-UCPC
and BNL 3025A at the saturator (7s)/condenser (7) temperature differences
AT (AT = Ts — T.) shown in the legend. A homogeneous nucleation rate of
0.003 sec™! corresponds to a measurement of 1 particle count or less over the
measurement time interval (5 min). Modified Q. values of 0.47 and 0.93 Ipm
were chosen for stable operation of the BNL 3025A and BNL DEG-UCPC,
respectively.

3025A, and (2) T./Ts =20°C/70°C and Q./Q. = 0.083 1pm/0.93
Ipm for the BNL DEG-UCPC. During the characterization
experiments, values for Q, and Q. were within 2% of their
respective set-points for both instruments. For the BNL 3025A,
values of T., Ts, and T, were within 0.1°C of their respective
set-points, and for the BNL DEG-UCPC, values of T, and T
were within 0.2 and 0.1°C of their respective set-points.

A possible explanation for this decrease in the detection rate
of homogeneously nucleated droplets with increasing condenser
flow-rate is that increasing Q. leads to a reduction in residence
time within the condenser, thus, a homogeneously nucleated
droplet of working fluid would have less time to grow to a de-
tectable size before exiting the condenser and being counted. For
the BNL 3025A, this threshold size corresponds to the minimum
detectable size of the optics, estimated to be several microme-
ters in diameter (TSI 2002), and for the BNL DEG-UCPC, this
threshold size is ~10 nm, the minimum detectable size of the
TSI 3760 “booster” (Wiedensohler et al. 1997). The theoretical
relationship between condenser flow-rate and homogeneously
nucleated droplet diameter was investigated for the case of the
BNL 3025A by numerically modeling the condenser satura-
tion ratio profile using COMSOL Multiphysics (a finite element
analysis software package), assuming: (1) a condenser geome-
try identical to that of a TSI 3025A (Stolzenburg and McMurry
1991), (2) T /Ts = 10°C/44°C, and (3) laminar flow with neg-
ligible butanol vapor depletion due to droplet growth. Modeled
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FIG.3. Modeled centerline profiles of the butanol saturation ratio as a function
of axial position within the condenser of the BNL 3025A (T./Ts = 10°C/44°C)
at condenser flow-rates (Qc) of 0.30 (normal), 0.39, and 0.47 Ipm (modified).

centerline saturation ratio profiles were generated for condenser
flow-rates of 0.30 (normal), 0.39, and 0.47 Ipm (modified), and
shown in Figure 3 as a function of condenser axial position.
The model results clearly show the shift in the peak of the cen-
terline saturation ratio profile with increasing condenser flow
rate; even at the modified condenser flow-rate of 0.47 Ipm, the
peak in the centerline saturation ratio profile is still within the
condenser.

Using the modeled results for the condenser saturation ratio
profile and the equations for droplet growth kinetics (Seinfeld
and Pandis 2006), the diameter of a butanol droplet exiting the
condenser (formed at the peak in the centerline saturation ra-
tio profile) was modeled as a function of increasing condenser
flow-rate, results of which are shown in Figure 4. As condenser
flow-rate is increased, a droplet of butanol formed at the peak
saturation ratio would have less time to grow before exiting
the condenser and would consequently grow to a smaller fi-
nal droplet diameter. At a high enough condenser flow-rate,
homogeneously nucleated droplets would potentially not be de-
tected at all. This dependence of final droplet diameter on con-
denser flow-rate is consistent with the results of Ahn and Liu
(1990), who modeled droplet growth processes in an earlier
model butanol-based CPC.

Instrument Intercomparison

Intercomparisons of instrument performance between the
UMN and BNL DEG-UCPCs and between the TSI and BNL
3025A UCPCs are presented in Figure 5, where size-dependent
detection efficiencies for negative, singly-charged NaCl are pre-
sented for each UCPC. The relative uncertainty for each mea-
surement of detection efficiency is less than 10%. The overall
relative uncertainty was determined by propagating the uncer-

o —

8

, Final Droplet Diameter [um]

droplet
w

o

D

JEEEEIE TN NEE N AN TN AN E N AN E S RN

PR EE T S T T SN U T T TN TN SN T T T T T T TAT AT T T YUY N U U N
%.3 033 036 039 042 045 048
QC, Condenser Flow Rate [Ipm]

FIG. 4. Model results for the diameter of an exiting butanol droplet as a
function of condenser flow-rate (Q.). Each point represents the modeled final
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ratio profile.
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FIG.5. Intercomparisons of detection efficiencies for negative, singly charged
NaCl particles as a function of mobility diameter between modified UCPCs
(BNL 3025A and BNL DEG-UCPC) and their unmodified counterparts (TSI
3025A and UMN DEG-UCPC). Values for the corresponding geometric di-
ameter are shown on the upper abscissa, estimated according to Larriba et al.
(2011). Also listed for each UCPC are the operating values of the saturator
(Ts)/condenser (T) temperature difference AT (AT = T — T.) and condenser
flow-rate (Q.) that yield enhanced performance. The corresponding modified
aerosol flow-rate (Q,) is 0.043 Ipm for the BNL 3025A and 0.083 lpm for the
BNL DEG-UCPC. The relative uncertainty for each measurement of detection
efficiency is less than 10%.
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tainty in the UCPC concentration measurement (derived from
the statistical error associated with particle counting) and the
uncertainty in the aerosol electrometer concentration measure-
ment (derived from the variance of the electrometer signal) over
the measurement time interval of 30 s. The BNL 3025A displays
a significant improvement in performance compared to the TSI
3025A, where increasing T and Q. have increased the detec-
tion efficiency of 1.68 nm mobility diameter particles by nearly
two orders of magnitude from 0.4 to 37%, while eliminating in-
terference from homogeneous nucleation of the working fluid.
This increase in detection efficiency is due in part to the increase
in the penetration efficiency of 1.68 nm mobility diameter par-
ticles through the sample capillary (where the majority of par-
ticle diffusional losses occur), which was estimated according
to Stolzenburg and McMurry (1991) and was found to increase
by a factor of 1.2 as the sample capillary flow-rate (Q,) was in-
creased from 0.030 (normal) to 0.043 Ipm (modified). Existing
butanol-based CPCs that detect sub-2 nm particles can only do
so with significant homogeneous nucleation of the working fluid
(Mordas et al. 2008; Sipild et al. 2009), precluding their use as
particle detectors in a SMPS. This simple, non-destructive mod-
ification to the TSI 3025A presents a straightforward method of
extending the lower size detection limit while meeting the noise
criterion for use as a detector in a SMPS system. The BNL
DEG-UCPC also displays an enhanced performance compared
to the UMN DEG-UCPC, where the detection efficiency of 1.19
nm mobility diameter particles has been increased to 23%, a
nearly 8 x improvement over the UMN DEG-UCPC detection
efficiency at the same size. Part of this enhanced detection is
due to the increased penetration efficiency of 1.19 nm mobil-
ity diameter particles through the sample capillary, which was
estimated to increase by a factor of 2 as the sample capillary
flow-rate (Q,) was increased from 0.030 (normal) to 0.083 lpm
(modified).

BNL 3025A

A composite of the BNL 3025A instrument performance is
presented in Figure 6, where size-dependent detection efficien-
cies for the negatively and positively charged challenge aerosols
are shown. Due to the overlap in mobility between charged
particles and neutralizer-generated ions below 1.5 nm mobility
diameter, the actual detection efficiencies for positively and neg-
atively charged NaCl and W aerosol in that size range are likely
to be higher compared to the reported detection efficiencies
(Tida et al. 2009). This underestimation is due to the fact that the
aerosol electrometer detects all of the incoming charged nuclei
(ions and particles) while the BNL 3025A detects only a small
fraction of neutralizer-generated ions. Relative uncertainties for
the reported detection efficiencies are less than 10%, except for
the negative neutralizer ions (~50% relative uncertainty). As
seen in Figure 6, there is a strong dependence of detection effi-
ciency on particle composition and polarity below about 2.2 nm
mobility diameter. For negatively charged aerosol, nanoparti-
cles composed of NaCl are preferentially detected compared to
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FIG. 6. A composite of the BNL 3025A detection efficiencies for the listed
aerosol compositions and polarities as a function of mobility diameter. Values
for the corresponding geometric diameter are shown on the upper abscissa, esti-
mated according to Larriba et al. (2011). Note, the ordinate scale is linear above
10% and is logarithmic below 10%. The relative uncertainty for each measure-
ment of detection efficiency is less than 10%, except for the negative neutralizer
ions (relative uncertainty ~50%). Results were obtained with the following
modified UCPC operating parameter values: T./Ts/T, = 10°C/44°C/46°C, and
0a/Qc = 0.043 1pm/0.47 Ipm.

those composed of W. For positively charged aerosol, nanopar-
ticles composed of NaCl and W are preferentially detected com-
pared to the positively charged molecular ions and neutralizer-
generated ions. While this composition dependence is quali-
tatively consistent with that obtained with the butanol-based
PHA-UCPC (Sipild et al. 2009), there is one quantitative differ-
ence between the two UCPCs that is worth highlighting: while
the detection efficiencies of positively charged particles were
similar between the BNL 3025A and the PHA-UCPC (around
15% for 1.78 nm mobility diameter W and WOy particles, re-
spectively), the detection efficiencies for positive neutralizer-
generated ions with the BNL 3025A (0.06-0.08%) were around
80x lower than detection efficiencies of similarly sized positive
neutralizer-generated ions obtained with the PHA-UCPC. De-
tection efficiencies for the THABr monomer and dimer obtained
with the BNL 3025A (0.07-2.6%) were also lower than those
obtained with the PHA-UCPC by at least 10x.

This strong detection discrimination between particles and
ions at a given polarity helps to minimize the potential interfer-
ence from neutralizer-generated ions that arises whenever sub-2
nm aerosol size distribution measurements are made using an
SMPS (lida et al. 2009; Jiang et al. 2011a). The low detection
efficiency of neutralizer-generated ions suggests that atmo-
spheric ions would also likely be detected with a low efficiency,
which is a distinct advantage over an electrometer-based ion
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mobility spectrometer such as the NAIS (Kulmala et al. 2007),
which does not distinguish between freshly nucleated particles
and the atmospheric ions that are present throughout the day
(Jiang et al. 2011b). The enhanced detection of sub-2 nm nu-
clei combined with the strong detection discrimination between
charged particles and ions makes the BNL 3025A a suitable
detector for an SMPS system designed for acquiring size distri-
butions down to 1 nm.

For a given particle composition and size, negatively charged
particles were preferentially detected compared to positively
charged particles, while positive neutralizer-generated ions were
preferentially detected (~0.05% detection efficiency) compared
to negative neutralizer-generated ions (~0.002% detection ef-
ficiency). This particle detection charge preference of negative
over positive has been observed in a number of experimental
studies using different particle compositions, working fluids,
and CPC designs (Winkler et al. 2008; Tida et al. 2009; Sipili et
al. 2009), while the reversal in charge preference for neutralizer-
generated ions (positive over negative) has been observed in the
studies of Sipild et al. (2009) and Vanhanen et al. (2011).

BNL DEG-UCPC

A composite of the BNL DEG-UCPC instrument perfor-
mance is depicted in Figure 7, where size-dependent detection
efficiencies for the negatively and positively charged challenge
aerosols are shown. Relative uncertainties for the reported de-
tection efficiencies are less than 10%. As seen in Figure 7, there
is a strong dependence of detection efficiency on particle com-
position and polarity below about 1.8 nm mobility diameter, fol-
lowing the same qualitative trends as with the BNL 3025A. Gen-
erally, the detection efficiencies for the NaCl and W challenge
aerosols were higher than those acquired with the BNL 3025A.
Interestingly, however, there was no statistically significant de-
tection of either negative or positive neutralizer-generated ions,
and the detection efficiencies of the molecular ion mobility stan-
dards (THABr and TDDABT) were also lower compared to those
acquired with the BNL 3025A, ranging 0.005-0.5%. Due to the
overlap in mobility between charged particles and neutralizer-
generated ions below 1.5 nm mobility diameter, combined with
the observation that the BNL DEG-UCPC detects virtually none
of the neutralizer-generated ions while the aerosol electrometer
detects all charged nuclei, the actual detection efficiencies of
NaCl and W nanoparticles below 1.5 nm mobility diameter are
likely to be higher than the reported detection efficiencies. Due
to the high detection efficiency of ~1 nm nuclei and the zero
detection of neutralizer-generated ions, the BNL DEG-UCPC
would be an ideal detector in an SMPS system designed to ac-
quire size distributions down to 1 nm. The fact that detection
efficiencies of particles (NaCl and W) increased while those of
ions (charger-generated and molecular ion standards) decreased
when switching working fluids from butanol to DEG is unex-
pected and bears no clear explanation. This result suggests that
the different ways in which the working fluid interacts with par-
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FIG. 7. A composite of the BNL DEG-UCPC detection efficiencies for the
listed aerosol compositions and polarities as a function of mobility diameter.
Values for the corresponding geometric diameter are shown on the upper ab-
scissa, estimated according to Larriba et al. (2011). Note, the ordinate scale
is linear above 10% and is logarithmic below 10%. The relative uncertainty
for each measurement of detection efficiency is less than 10%. Results were
obtained with the following modified UCPC operating parameter values: 7/T
=20°C/70°C, and Q,/Q = 0.083 Ipm/0.93 Ipm.

ticles and ions is itself a function of working fluid. Further work
is needed to understand this result.

CONCLUSIONS

In this study, a non-destructive method for increasing the de-
tection efficiencies of thermally diffusive laminar flow UCPCs
has been developed and applied to a butanol-based UCPC (BNL
3025A) and a diethylene glycol-based UCPC (BNL DEG-
UCPC). By increasing both the instrument operating temper-
atures and the condenser flow-rates, the detection efficiencies at
the smallest detectable sizes were substantially increased while
at the same time eliminating interference from homogeneous nu-
cleation of the working fluid. Using negatively charged NaCl,
the BNL 3025A detected 1.68 nm mobility diameter particles
(1.39 nm geometric diameter) with an efficiency of 37% (90 x
improvement over TSI 3025A) while the BNL DEG-UCPC de-
tected 1.19 nm mobility diameter particles (0.89 nm geometric
diameter) with an efficiency of 23% (8% improvement over
the UMN DEG-UCPC). Detection efficiencies of neutralizer-
generated ions were very low (<1% for the BNL 3025A and
0% for the BNL DEG-UCPC). The high particle detection
efficiencies at sizes down to 1 nm geometric diameter, com-
bined with the strong detection discrimination between particles
and ions and the elimination of counting noise from homoge-
neous nucleation, makes both the BNL 3025A and the BNL
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DEG-UCPC ideal detectors in a 1 nm SMPS system. The de-
tection efficiency of atmospheric ions is likely to be very low as
well, further reducing the interference from species that do not
participate in new particle formation, for instance.
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